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ABStrACt 

Introduction: Urinary tract infection is quite frequent in a hospital environment, and the urine culture is the gold standard for 
diagnosis of this disease, because it allows bacterial identification and performing antimicrobial susceptibility testing. Culture-
negative urine samples result of patients with strong suspicion of infection may occur due to the activity of antimicrobial residues, 
which can interfere with bacterial growth in vitro and produce false-negative results. Objective: Verify the occurrence of false-
negative urine cultures due to the presence of antimicrobial residues in samples of patients admitted to the Clinical Hospital of Paraná 
Federal University. Material and methods: A total of 188 urine samples from hospitalized patients were randomly selected, during 
the period from July to December 2012. All samples were evaluated on the result of the urine culture, bacteriuria, and research on 
residues of antimicrobial activity by manual and automated techniques. Results: 44 (23.4%) presented positive urine culture, 121 
(64.4%) negative urine culture, and 23 (12.2%) presented growth of many species. In 14 samples, negative urine cultures associated 
with the presence of bacteria and were positive for the research on antimicrobial residues activity (RARA), were observed. Conclusion: 
Automated technique showed better performance when compared to manual technique, with sensitivity of 92.8% and 71.4%, 
respectively. The presence of antimicrobial residues may affect the recovery of bacteria in the urine, producing a false-negative result.  
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introDuCtion
 

The urinary tract infection (UTI) is one of the most common 
infectious disease in humans, it occurs at high frequency in both 
inpatients and outpatients; it represents an important cause of 
morbidity and mortality(1, 7, 8).

The clinical course of the disease is related to the virulence 
of microorganism involved, host resistance, effectiveness of used 
clinical and antimicrobial therapy(2, 12). These factors make the 
appropriate diagnosis an important tool for infection resolution(6).

The UTI diagnosis is performed based on the clinical condition 
of the patient and laboratory tests. The routine monitoring tests 
used for UTI diagnosis are: reactive strip, analysis urine test, 
smear microscopy, sediment analysis, and urine culture, which is 
considered the gold standard(5). The isolation and identification 

of bacteria, together with the antimicrobial susceptibility testing 
performance, are useful in the choice of drug therapy(1).

Samples of patients with strong suspicion of UTI that 
produced negative urine culture results may raise uncertainty 
about the reliability of the results released by the laboratory. Some 
studies suggest that the presence of inhibitory substances, such 
as antimicrobial residues in urine samples can interfere with the 
in vitro growth of the probable bacteria causing the infection, 
producing a false-negative result(10). 

 

oBJECtivE
 

In order to verify the occurrence of false-negative urine 
cultures due to the presence of antimicrobial residues that interfere 
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with bacterial growth in vitro, this study aimed to research, using 
two methods, the activity of such substances in urine samples of 
patients admitted to the Clinical Hospital of the Paraná Federal 
University (HC-UFPR).

 

MAtEriAL AnD MEthoDS

Sampling

During the period from July to December 2012, a total of 188 
midstream spontaneous urine specimen were randomly selected 
from patients admitted to HC-UFPR hospitalized. The samples 
sent to the Bacteriology and Urinalysis section of the Diagnostic 
Support Unit of the same Institution.

The study was approved by the Research Ethics Committee at 
HC-UFPR under CAAE record 06301912.5.0000.0096.

All urine samples were processed for bacteriuria detection, research 
on antimicrobial residues activity (RARA) by manual and automated 
techniques, besides culture in Petri dishes containing Cystine Lactose 
Electrolyte Deficient agar ([CLED] – MERCK, Darmstadt, Germany), 
which were incubated at 35-37ºC for 18 - 24 hours.

 

Bacteriuria detection

The direct presence of bacteria in the urine sample was 
verified by three different methods: automated count performed 
in UF-1000i® equipment (SYSMEx - Kobe, Japan), direct 
visualization, and Gram stain of a drop of uncentrifuged urine.     

 

Manual technique for RARA

Sterile filter paper discs (6-mm diameter) were soaked with 10 µl 
aliquots of the urine to be tested. They were placed in an incubator 
to dry at 56ºC for one hour. Standard strains of Escherichia coli 
ATCC 25922 and Enterococcus faecalis ATCC 29212 were used in the 
bacterial suspension preparation with standardized concentration 
according to 0.5 McFarland scale tube.  The discs were placed on 
Petri dishes containing Mueller-Hinton Agar (MERCK, Darmstadt, 
Germany), previously seeded with the bacterial suspensions. After 
18 to 24 hours of incubation at 35-37ºC the tests were read. The 
formation of an inhibition zone around the disc, i.e., the absence 
of growth around the disc was considered a positive result. The halo 
size was measured in millimeters using pachymeter(10).

For technical verification, positive control (10 µg ampicillin disc) 
and negative control (disc soaked with sterile saline) were performed.

Automated technique for the research on 
antimicrobial residues

The automated research was performed using Alfred 60® 
equipment (ALIFAX - Padua, Italy) that offers the residual 
antimicrobial activity test (RAA). In this test, 500 µl of the urine 
sample were inoculated into a flask containing an enriched solution 
and a Staphylococcus epidermidis suspension, previously added. 
The flasks were incubated under constant shaking and controlled 
temperature at 37ºC, for approximately 3 hours. Bacterial growth 
was monitored in real-time by turbidity compared to McFarland 
Scale. The same turbidity observed early in the reaction that does 
not change over time, indicates the absence of bacterial growth, 
resulting in positive RAA. The increase in suspension turbidity due 
to bacterial growth was reported as negative RAA test.

For method validation, we added 10 µg/µl Gentamicin 
Solution to positive control flask, and 500 µl of sterile saline to 
negative control flask.

 

rESuLtS
 

From the 188 studied samples, 44 (23.4%) showed positive 
urine culture, 121 (64.4%) showed negative urine culture, 
and 23 (12.2%) were considered contaminated because of the 
development of many bacterial species.

The negative cultures results associated with the presence of 
bacteriuria and RARA are inserted in Table 1.

From the 14 samples that showed presence of bacteria and 
positive RARA, different results were obtained from the techniques 
evaluated, and were divided in four profiles. Table 2 shows the 
profile of results and the percentage found, according to the 
microorganism used.

   RARA was detected by all the techniques in 64.3% of samples 
(profile A + C). When analyzing the different microorganisms 
tested, we observed positivity for the three strains in only 35.7% 
of samples (profile A). S. epidermidis strain was more sensitive 
to antimicrobial activity detection, because in 92.8% of samples 
(profile A + C + D) the test was positive, followed by E. coli ATCC 
25922 with 71.4% of positivity (profile A + B + C), and E. faecalis 
ATCC 29212 with 42.8% (profile A + B) of positivity.

Daiane Cardozo; Gislene Maria Botão Kussen; Laura Lúcia Cogo

tABLE 1 – RARA and bacteriuria in negative urine culture samples

Presence of bacteria/RARA

+/+ +/- -/+ -/- Total

Samples 14 5 72 30 121
% 11.6 4.1 59.5 24.8 100

RARA: research on antimicrobial residues activity.
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DiSCuSSion
     

Urine samples represent a large volume of specimens daily 
submitted to the microbiology laboratory for evaluation. Several 
factors such as use of antimicrobials, vaginal contamination and 
urethral colonization, may influence culture result and should be 
carefully evaluated during the exam to ensure its quality.

The positivity rate found in this study (23.4%) for urine 
culture was similar to that reported by other authors(3, 14), 
ranging from 15.9% to 22.8%. Most samples showed negative 
culture result, which is consistent with many studies showing 
that up to 80% of samples submitted for culture has no 
bacterial growth, or show negligible growth(9, 15). This may 
be associated with excessive request filed by clinical material 
easily accessible, and due to UTI be one of the major infections 
acquired in hospitals environment(17). However, the negative 
result must be carefully evaluated and correlated with other 
laboratory findings, such as the presence of bacteria and 
previous antimicrobial therapy(16, 18).

The presence of bacteria and RARA positive in 14 samples with 
negative culture suggest a false negative result, representing 7.45% of 
studied samples (n = 188). In the study carried out by Botão et al., 
cited by Kussen(10), the presence of antimicrobial residues was detected 
in 1% of urine samples, this value is lower than we found in this 
study. However, their sample included urine of both inpatients and 
outpatients, whereas in this study, only samples of hospitalized 
patients were included, in whom antimicrobial therapy is more 
widely used.

The presence of bacteria associated to negative result for RARA 
was detected in 4.1% of samples (n = 5), amounting 2.66% of 
samples (n = 188). This profile may occur due to an infection 
caused by anaerobic microorganisms that are not recovered 
from routine culture, or by low-growth bacteria that require 
specific diagnostic tests and appropriate isolation method(13). 
Other researchers also report the potencial presence of non-viable 
bacterial cells in urine(15).

In the other samples evaluated, absence of bacteriuria 
and positive RARA occurred in 59.5% (n = 72), and absence of 
bacteriuria and negative RARA occurred in 24.8% (n = 30), which 
characterized evidenced negative results, because bacteria were 
not detected in the three different methods used in the study.

The evaluation of the samples with positive RARA, negative 
culture and bacteriuria (n = 14), the manual technique had a 
sensitivity of 71.4% (n = 9), and the automated technique 
had a sensitivity of 92.8% (n = 13). The low sensitivity of the 
manual technique can be explained by the small sample volume 
used for agar diffusion method(4).

The use of E. faecalis strain did not increase the positivity of 
manual technique, demonstrating that this one, in subsequent 
studies, may be abolished or replaced. Some studies suggest the 
use of different microorganisms, such as Micrococcus luteus, 
Staphylococcus aureus, Bacillus stearothermophilus, among 
others, to improve the sensitivity of the method(4, 11).

Recent reports also suggest that the results of RARA may be 
interfered according to the antimicrobial class used, due to the 
presence of inert metabolites excreted in urine, or due to the use 
of antibiotics to treat infections in other anatomical locations(16, 

18). These studies reinforce the need for accurate information on 
antibiotic therapy at the time of exam request, since the use of 
antibiotics limits the sensitivity of the culture(18). 

 

ConCLuSion
 

In this study, we demonstrated that in 7.45% of studied 
samples, the presence of antimicrobial residues compromised 
the recovery of uropathogens, producing a possible false negative 
result. The automated technique showed better performance when 
compared to the manual technique.

The research on antimicrobial residues activity can be 
considered a useful tool to rule out urinary infection, mostly in 
patients with bacteriuria which are under antimicrobial therapy, 
therefore, we suggest the implementation of the RARA as routine 
in microbiology laboratories.
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tABLE 2 – Classification of bacteriuria and culture-negative samples accord-
ing to the profile found in RARA

Sample
profile

Manual technique Automated technique % (n = 14)
E. coli* E. faecalis** S. epidermidis***

A Positive Positive Positive 35.7 (5)

B Positive Positive Negative 7.1 (1)

C Positive Negative Positive 28.6 (4)

D Negative Negative Positive 28.6 (4)

* ATCC 25922; ** ATCC 29212; *** Not informed by the manufacturer.
RARA: research on antimicrobial residues activity.
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